Is the TissueLink dissecting sealer a better liver resection device than clamp-crushing? A meta-analysis and system review

Record Status
This is a systematic review that meets the criteria for inclusion on DARE.

Bibliographic details

PubMedID
22626880

DOI
10.5754/hge11872

Indexing Status
Subject indexing assigned by NLM

MeSH
Adult; Aged; Aspartate Aminotransferases /blood; Bilirubin /blood; Biomarkers /blood; Blood Loss, Surgical /mortality /prevention & control; Blood Transfusion; Chi-Square Distribution; Constriction; Equipment Design; Female; Hemostasis, Surgical /adverse effects /instrumentation /mortality; Hepatectomy /adverse effects /instrumentation /mortality; Humans; Length of Stay; Male; Middle Aged; Odds Ratio; Postoperative Hemorrhage /blood /mortality /prevention & control; Surgical Equipment; Time Factors; Treatment Outcome

AccessionNumber
12013007572

Date bibliographic record published
12/03/2013