The TOMMY trial: a comparison of TOMosynthesis with digital Mammography in the UK NHS Breast Screening Programme - a multicentre retrospective reading study comparing the diagnostic performance of digital breast tomosynthesis and digital mammography with digital mammography alone


Record Status
This is a bibliographic record of a published health technology assessment from a member of INAHTA. No evaluation of the quality of this assessment has been made for the HTA database.

Citation

Authors' objectives
The objectives of the study were to compare the diagnostic accuracy of DBT in conjunction with two-dimensional (2D) mammography or synthetic 2D mammography, against standard 2D mammography and to determine if DBT improves the accuracy of detection of different types of lesions.

Authors' conclusions
The specificity of DBT and 2D was better than 2D alone but there was only marginal improvement in sensitivity. The performance of synthetic 2D appeared to be comparable to standard 2D. If these results were observed with screening cases, DBT and 2D mammography could benefit to the screening programme by reducing the number of women recalled unnecessarily, especially if a synthetic 2D mammogram were used to minimise radiation exposure. Further research is required into the feasibility of implementing DBT in a screening setting, prognostic modelling on outcomes and mortality, and comparison of 2D and synthetic 2D for different lesion types.

Project page URL
http://www.hta.ac.uk/2296

Final publication URL
http://www.journalslibrary.nihr.ac.uk/hta/hta19040/#/abstract

Indexing Status
Subject indexing assigned by CRD

MeSH
Breast Neoplasms; Mammography; Mass Screening

Language Published
English

Country of organisation
England

English summary
An English language summary is available.

Address for correspondence
AccessionNumber
32011000686

Date abstract record published
08/06/2011