Reliability of transcutaneous bilirubin devices in preterm infants: a systematic review
Nagar G, Vandermeer B, Campbell S, Kumar M

Record Status
This is a systematic review that meets the criteria for inclusion on DARE.

Bibliographic details

PubMedID
24127472

DOI
10.1542/peds.2013-1713

Indexing Status
Subject indexing assigned by NLM

MeSH
Bilirubin /analysis /blood; Equipment Design /standards; Forehead /blood supply; Humans; Infant, Newborn; Infant, Premature /blood; Jaundice, Neonatal /blood /diagnosis; Neonatal Screening /instrumentation /standards; Reproducibility of Results

AccessionNumber
12013061011

Date bibliographic record published
06/12/2013